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Summary 

A laser anemometer (LA) system was used to make 
two independent measurements of the fringe crossing 
frequency (proportional to the flow velocity) of seed 
particles passing through the probe volume. The light 
scattered by the seed particle produces a Doppler 
signal or burst that is captured by high-speed digitizing 
boards. The purpose of the two independent 
measurements was to attempt to reduce or eliminate 
the contribution of photodetector shot noise on the 
frequency determination and subsequently on the 
turbulence estimate. This purpose was accomplished 
by cross-correlating the two measured frequencies and 
assuming that the shot noise terms were independent. 
Measurements were obtained at the inlet of an annular 
cascade operating at transonic flow conditions (the 
cascade inlet flow being subsonic) and at the exit of a 
hot-wire flow calibration nozzle (set to be at similar 
flow level as cascade tests). One observation made 
relatively early on was that the quality of the individual 
bursts varied widely, ranging from very bad to very 
good. The thinking was that without eliminating the 
“bad” bursts, acceptable turbulence estimates would 
not be possible. 

The first step leading to a successful turbulence 
estimation method was to determine the “good” local 
peaks of the Doppler burst and to reject any bursts with 
obviously false peaks. Once this determination was 
made, Doppler burst symmetry conditions based on 
these local peak determinations were then used to 
reject bursts without the selected symmetry 
requirements. Twelve burst “goodness” criteria were 
identified and used to reject the bad bursts. Then, 
acceptable turbulence estimates were made. For the 
good bursts, a Fast Fourier Transform (FFT) was used 
to calculate the power spectrum of the Doppler signal. 
A nonlinear least-squares fit of the power spectrum to 


a Gaussian function with noise resulted in the 
determination of the Doppler frequency. 

The cross-correlated turbulence estimates were 
always lower than the noncorrelated turbulence 
estimates, which demonstrated that this method 
reduced or eliminated the effect of photodetector shot 
noise on the turbulence measurement. The cross- 
correlated turbulence agreed reasonably well with 
independent hot-wire measurements, with the 
cascade and nozzle turbulences being about 3/4 and 
1/4 percent, respectively. 

The turbulence estimation procedure described 
herein can be used to give near-real-time results. For 
example, a typical data subset of 3000 bursts requires 
about 30 s to process. A Dell Precision 420 computer 
with dual Pentium III processors (800 MHz) was used 
to process the data, so the execution times might be 
different for other computer systems. 


Introduction 

Turbulence parameters are important quantities 
that need to be measured or estimated in many 
turbomachinery flow situations. A major use of this 
information is in viscous computational fluid dynamic 
(CFD) computer codes where they provide one 
important upstream flow boundary condition. Accurate 
turbulence information is required to accurately 
calculate the losses occurring in turbomachinery. The 
CFD results might then be used to design more 
efficient turbomachinery components. In addition, the 
CFD calculations may reveal important flow physics 
information, such as shock formation or boundary 
layer separation. 

The non-intrusive determination of turbulence 
parameters using laser anemometry is a natural 
byproduct of a typical data acquisition where the mean 
velocity estimate is based on many individual velocity 
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measurements. It is then easy to calculate the 
turbulence intensity from the square root of the sum of 
the square of the differences of the individual 
velocities from the mean velocity. 

Unfortunately, the accuracy of the turbulence 
estimate from laser anemometer (LA) measurements is 
questionable. The problem is that a few bad bursts can 
severely bias the turbulence estimate. This bias is 
apparent when LA turbulence estimates are compared 
with hot-wire results. An example of this is the 
author’s work (ref. 1), which reported that the 
turbulence intensity upstream of a stator vane 
measured using LA averaged about 3 percent. 
Subsequent measurement with a hot-wire probe 
yielded values less than 1 percent. Even more striking 
is the lack of LA turbulence measurements less than 
about 1/2 to 1 percent (ref. 2) using commercial 
counters or frequency domain processors. With the 
advent of high-speed digitizers capable of capturing 
individual Doppler bursts, the problem was 
immediately clear; there was a large variation in the 
quality of the individual bursts. 

It is easy to hypothesize that all that needs to be done 
to obtain accurate turbulence estimates from individual 
LA measurements is to just remove the bad bursts. 
Unfortunately, how to do this is not obvious. Even the 
old standby of discarding bad bursts based on low 
signal-to-noise ratio (SNR) was not sufficient for the 
cascade inlet flow measurements (ref. 1) discussed 
previously. An attempt of the present study to find a 
single universal rejection criterion was also 
unsuccessful. What eventually worked herein was a 
battery of rejection criteria (12 in all) that were partly 
based on the properties of how a theoretical Doppler 
burst should behave. Also useful was a technique 
(ref. 3) used to eliminate photomultiplier tube (PMT) 
shot noise by making two independent measurements 
of the same seed particle velocity. This permits cross- 
correlation of the two measurements to remove or 
reduce the PMT shot noise. 

This report describes the rejection criteria used to 
eliminate the bad bursts and also addresses the cross- 
correlation procedure to reduce the effect of PMT shot 
noise. The LA turbulence estimated by this procedure 
is then compared with the hot-wire results for the 
cascade inlet flow alluded to previously (ref. 1). In 
addition, LA measurements obtained at the exit of a 
flow calibration nozzle (low turbulence level) are 
compared with hot-wire results. 

Appendix A contains the list of symbols used herein; 
appendix B describes the method of estimating the 


signal-to-noise ratio from a given seed particle Doppler 
burst; and appendix C describes the method of 
estimating the turbulence from cross-correlating two 
independent frequency measurements of the same seed 
particle passing through the probe volume. 


Apparatus and Procedures 

Annular Cascade Facility 

A photograph and schematic of the stator vane 
annular cascade facility are shown in figures 1 and 2, 
respectively. During operation of the cascade, 
atmospheric air is drawn through the inlet section, the 
vanes, and a dump-diffusing exit section and is then 
exhausted through the laboratory exhaust system. 
Before entering the exhaust system, the flow passes 
through a flow-straightening section that removes the 
swirl created by the stator vanes. 

Inlet section . — The inlet, consisting of a bellmouth 
and a straight section, was designed to accelerate the 
flow to uniform axial-flow conditions at the vane inlet. 
The bellmouth profile and coordinates are presented in 
reference 4. 

Test section . — The test section consisted of a full- 
annular ring of 26 vanes. A cutout in the outer cascade 
housing provided access for the laser beams. The vanes 
in this region were machined to the vane tip radius so 
that the window would fit flush with the tip endwall. 
The window is described in the next section. 

The stator vane geometry and coordinates are 
presented in reference 1. The untwisted vanes, of 
constant profile from hub to tip, had an axial chord of 
35.56 mm and a vane height of 38.10 mm. These 
properties resulted in a vane aspect ratio and solidity at 
the mean radius (based on axial chord) of 1.07 and 
0.63, respectively. The vanes used herein represented 
a 0.771 -scale model of a typical energy efficient 
engine (E 3 ) stator (ref. 1). 

Window . — Optical access for the laser beams was 
provided by a cutout in the cascade housing (fig. 1) 
that extended approximately two axial chords upstream 
and one axial chord downstream of the vane passage. 
The window was manufactured using standard lens 
techniques and was ground from 3.175-mm-thick 
optical glass. The high-quality window lens was 
necessary because of the small laser probe volume 
(PV) of 50 pm employed in the optical design and the 
possibility that the beams would uncross on passing 
through the window. A silicone rubber sealing material 


NASA/TP — 2004-2 1 2903 


2 



was used to seal the window to the cascade housing 
and seal the vane tips to the window. The window 
covered about 36° in the circumferential direction and 
had an axial length of 140 mm. 

Flow Calibration Nozzle 

A DISA-type 55D45 nozzle unit designed for the 
flow calibration of hot wires was used to provide a low 
turbulence flow. The flow calibration nozzle consisted 
of a straight section and a convergent section with an 
exit area of 120 mm 2 . The nozzle was designed to 
provide an exit flow of 40 m/s but was operated herein 
at about 50 m/s, which is similar to the cascade inlet 
flow condition. Filters upstream of the nozzle were 
used to make the flow laminar in the nozzle section. A 
photograph of the calibration nozzle and the laser 
anemometer system is shown in figure 3. During 
operation of the flow calibration facility, pressured air 
entered the nozzle inlet section, passed through a wire 
mesh filter, and exhausted to the atmosphere. 

Laser Anemometer System 

A modification of the cascade laser anemometer 
system of reference 1 was used herein and is shown in 
figure 4. The main differences between the present 
configuration and that described in reference 1 are the 
addition of a beam splitter to divide the scattered light 
into two equal-intensity beams and the inclusion of a 
second photomultiplier tube to measure the light from 
the second scattering beam. The above modifications 
to the laser optical system allowed two independent 
frequency measurements to be made from the same 
seed particle passing through the probe volume. These 
two frequency measurements were then cross- 
correlated to reduce the shot noise contribution to the 
calculated velocity (see appendix C for details). The 
optical system modification and cross-correlation 
calculation procedure were first reported in reference 
3. For the flow calibration nozzle LA system, there 
was no window, so no cylindrical correction lens Cl 
was needed. Also, fewer mirrors were used and a 
single focusing lens provided the same probe-volume 
beam diameter and number of fringes as in the cascade 
LA configuration. In addition, a TSI Inc., beam splitter 
was used in the calibration nozzle setup. The probe 
volume in both systems had a 1/e 2 diameter of about 
50 pm and fringe spacing of 5.2 pm, resulting in bursts 
with about 9 cycles. 


An organic aerosol (Rosco fog/smoke fluid) was 
used as the seeding material for the tests. The fluid was 
atomized with a commercial TSI Inc., six-jet aerosol 
generator. The aerosol for the cascade tests was passed 
through a centrifugal separator to remove any large 
droplets before being injected through a 6-mm- 
diameter tube into the flow at the bellmouth inlet. The 
seed particle size distribution was measured previously 
(ref. 1) and ranged mostly between 0.3 to 0.6 pm in 
diameter. For the calibration nozzle, the seed was 
injected upstream of a fine wire mesh filter at the 
nozzle inlet. This filter apparently removed many large 
seed particles because initial tests conducted by 
injecting the seed particles downstream of the wire 
mesh produced poor signal quality. The fine wire mesh 
had to be cleaned frequently because condensation of 
the seed aerosol clogged the wire mesh and decreased 
the seeding rate. 

Test Procedures 

Cascade flow conditions . — The test conditions in the 
cascade were set by controlling the pressure ratio 
across the vane row with two throttle valves located in 
the exhaust system. A hub static tap located 
downstream of the test section (at station M, fig.2) was 
used to set this pressure ratio. For the results presented 
herein, the ratio of the exit hub static pressure to the 
inlet total pressure was set to 0.491. This flow 
condition is the same as that used in reference 1 . Laser 
anemometer measurements were obtained one axial 
chord upstream of the vane leading edge (station 1) at 
the mean radius where the velocity was about 55 m/s. 

Calibration nozzle conditions . — The test conditions 
in the nozzle were set by controlling the inlet pressure. 
The pressure ratio across the nozzle was set so that the 
nozzle exit flow velocity (50 m/s) would be similar to 
the cascade inlet flow velocity level. A static tap 
located in the upstream nozzle straight section was 
used to measure and set the inlet pressure. 
Measurements were obtained at the center of the 
nozzle as close to the nozzle exit as was practical. 

Data acquisition . — A Dell Precision 420 computer 
with dual Pentium III processors operating at 
800 MHz was used to acquire and process the data. 
Two Acqiris DP 105 digitizer boards (ref. 5) were 
installed in the computer. Each board was equipped 
with extra memory to allow 2 million points of storage. 
The signals from the photomultiplier tubes were 
directly input to the digitizing boards without 
preconditioning. Although the digitizing boards were 
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able to acquire data at rates up to 500 million samples 
per second (MS/s), a 100-MS/s sampling rate was used 
for this investigation. Data were obtained in sequence 
acquisition mode, which allows the capture and storage 
of consecutive Doppler bursts with each burst 
requiring its own individual trigger. For laser 
anemometer measurements in which the arrival of seed 
particles to the probe volume is random, this data 
acquisition mode is ideal because it eliminates any 
dead time between particle arrivals. The acquisi- 
tion boards also permit a pretrigger delay of 0 to 
100 percent to be applied to the trigger position. A 
pretrigger value of 50 percent was used, which means 
that half the measurement points saved are before the 
burst was triggered. This is possible because the boards 
are always taking data and saving it to onboard 
memory so that when a triggered event occurs, the data 
are already there in memory and just need to be saved. 
If a triggering event does not occur for some time, the 
older data in memory are replaced by more recent data; 
thus, there is always enough newer data to provide the 
50-percent pretrigger values specified. 


Method 

A method for estimating low turbulence levels using 
laser anemometry rejects bad bursts by defining 
goodness criteria for the Doppler burst local peaks and 
symmetry conditions. Only the good bursts that remain 
are processed further. Fast Fourier Transforms (FFTs) 
are used to obtain the power spectrum of each burst in 
the frequency domain, and a nonlinear least-squares fit 
to a Gaussian function gives an estimate of the Doppler 
frequency. In addition, noise due to photomultiplier 
shot in the Doppler signal can be minimized by making 
two independent measurements of the same seed 
particle frequency (or velocity). Cross-correlation of 
the two measurements is then used to obtain the 
frequency and turbulence estimates (ref. 3). Near-real- 
time estimates are also possible if a subset of the burst 
data is employed and bursts are eliminated as soon as 
one goodness criterion fails to be met. This method 
will be explained in the following section. 

Dual-Channel Burst Coincidence Determination 

As discussed in the Test Procedures section, two 
digitizer boards were set up to provide two indepen- 
dent measurements of the same seed particle frequency 
(or velocity, which is assumed to be the flow velocity). 


All user-controlled parameters (e.g., trigger level, 
voltage range, digitizing rate) were set the same for 
each board. However, slight differences in the two 
photomultiplier tubes and their corresponding optics 
can result in a seed particle triggering one of the 
digitizer boards but not the other. Since both boards are 
controlled by their own internal clocks, it cannot be 
assumed that the first burst from board 1 (channel 1, 
Chi) will correspond to the same seed particle as the 
first burst recorded by board 2 (channel 2, Ch2). If they 
did correspond, the two bursts would be considered 
coincident (i.e., resulting from the same seed particle). 
What is true is that the trigger time difference delta 
trigl (see fig. 5) between two coincident bursts of Chi 
will be equal to the trigger time difference delta trigl 
between the two corresponding coincident bursts of 
Chi , within some tolerance value. Thus, for the first 
coincidence determination, actually two burst 
coincidences must be established; call these coincl and 
coinc2. The third coincidence, coinc3, is found using 
the last found coincidence, coinc2. All subsequent 
coincidences are found in a similar manner. Figure 5 is 
a schematic of two Doppler burst records in which 
bursts 1 and 3 of Chi are coincident with bursts 1 and 
2 of Chi. These then correspond to coincl and coinc2. 
The third coincidence, coinc3, corresponds to burst 4 
of CTzl and burst 3 of Chi. Note that burst 1 of CM 
and burst 1 of Chi are coincident in figure 5, but as 
explained above, this is not a requirement of the 
coincidence procedure. 

To set the tolerance value, the following consid- 
erations were made. First, the LA probe- volume width 
(50 pm) and estimated inlet flow velocity (55 m/s) 
result in a seed particle residence time in the PV of 
about 1 ps, or 10 6 ps. This tolerance limit would be 
reasonable if the trigger time measurement had zero 
error. The time accuracy, however, is quoted as 
±25 ppm times the time period. Because the time 
period was selected as the difference between adjacent 
trigger times, a ±50 ppm times the time period was 
used. The tolerance limit was therefore set to 10 6 ps 
plus the time measurement accuracy as given above. 
Note that the time measurement accuracy is not a 
constant because the time difference between adjacent 
trigger times is not constant. Usually, the time 
measurement accuracy is much less than a seed particle 
residence time of 10 6 ps, averaging about 0.04x1 0 6 ps. 
However, if data dropout occurs (when the seed 
particles do not pass through the PV for awhile), the 
time measurement accuracy will be much greater than 
the seed particle residence time of 10 6 ps. For this 
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situation, if the time measurement accuracy were not 
added to the tolerance limit, the coincidence procedure 
would prematurely stop at the data dropout point. 

Because of the importance of ensuring that the first 
two burst coincidences are correct, the tolerance limit 
for this part of the calculation was decreased an order 
of magnitude to 10 5 ps plus the time measurement 
accuracy as given above. The search criteria for the 
first burst coincidence allowed for any of the first 10 
bursts to be coincident, with the second burst 
coincidence being up to 10 bursts away from the first. 
It was not required that CM and Ch2 bursts be the 
same burst number. This procedure sometimes found 
more than one set of burst coincidences that satisfied 
the tolerance limit. The burst coincidence with the 
minimum trigger time difference was saved and other 
possible burst coincidences were discarded. 

For subsequent burst coincidences, the search 
criterion was increased to 500 bursts away from the 
last burst coincidence. This increase was also made to 
prevent the coincidence calculation procedure from 
aborting prematurely. Typically, coincident burst pairs 
are only a few bursts away from the previous 
coincident burst pairs and this then aborts the search 
procedure. 

Typical results of the coincidence determinations are 
shown in figures 6 and 7. Figure 6 shows the first 
signals in the data set that were coincident, and figure 
7 shows the last signals that were coincident. In each 
figure, the top two plots show the full data set of 1000 
measurements, whereas the bottom two plots show the 
details of the actual triggered burst in a windowed 
(256 points) portion of the measurement set. What are 
also captured occasionally are other seed particle 
bursts, as seen in the far right of the top plots of figures 
6 and 7. Although these are unwanted features and are 
not used in the frequency determination, they do 
provide more convincing confirmation of the 
coincidence procedure in that similar features appear in 
both the Chi and Chi data. 

A typical variation of trigger times versus burst 
number is shown in figure 8 for the same data subset 
used in figures 6 and 7. Note that the data rate 
(burst number/trigger time) for Chi is slightly greater 
than that for Ch2. The greater rate is caused by 
differences in the properties of the two PMTs and 
slight differences in the optical adjustments of the two 
channels. The result of these differences is that Chi 
finishes taking its required 1500 bursts before Ch2. 
Thus, none of the subsequent burst measurements of 
Chi can be coincident with those of CM, since CM 


has finished taking data. For this data subset, the 
number of burst coincidences was determined to be 
1153. A large data dropout (a near vertical line) also 
occurs around burst number 500 and many smaller 
dropouts are also observed. 

Determination of Doppler Burst Local Peak 
Minimums and Maximums 

Typical Doppler bursts shown in figures 6 and 7 
were characterized by multiple local peak minimums 
and maximums. As is well known, these local peaks 
are the result of the seed particle passing through the 
fringes within the probe volume. To estimate the 
frequency in the frequency domain, knowledge of the 
local peak minimums and maximums is not required. 
However, this information is used to determine the 
goodness of the bursts and thus to permit the rejection 
of bad bursts. Only the windowed or triggering portion 
of the burst, typically of 256 points (bottom plots 
of figs. 6 and 7), was used for the local peak 
determination. 

Each of the local peaks is characterized by a change 
in sign of the slope of the signal voltage versus 
measurement index (which is proportional to time). 
What is not so obvious is that peaks may have two 
adjacent points with the same magnitude, resulting in a 
zero slope. This occurs because of the digitizer discrete 
nature, caused by the 8-bit resolution and the typical 
±1 -percent accuracy. Even a theoretical Doppler burst 
sampled at delta times similar to the experimental 
value can result in a zero or near-zero-slope peak value 
(see fig. 9, peak 1). For the peak determination, five 
adjacent data points were used, resulting in four slopes 
that were normalized to give a value of -1, 0, or 1. 
This quadruplet of slope values was tested to determine 
the local minimum peaks. If any of the five adjacent 
points was below the trigger level (typically -30 mV), 
the slope quadruplet was calculated and tested. The 
starting measurement point for the next quadruplet was 
incremented by 1, so that the next data set contained 
four points that were in the previous calculated 
quadruplet. Tests were then needed to ensure that the 
same good peak was only determined once. This 
procedure continued until all the five adjacent points 
were above the trigger level. 

An implicit assumption made herein is that the data 
sampling rate is high enough to provide the required 
five data points to adequately define the peaks. A 
typical sampling rate of 100 MS/s was employed for 
these tests, and as seen from figures 6 and 7, this 
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requirement was met. Also, sampling at a higher rate 
(e.g., 200 MS/s) is not necessarily better because it can 
lead to more jumpiness in the burst capture and result 
in rejection due to failure of the peak goodness tests. In 
these cases, a running average of the burst 
measurements (e.g., two adjacent measurements) can 
be used to smooth out the bursts before doing the peak 
determination tests. 

Eleven slope quadruplets were considered to be good 
minimum peaks: 

1 . \ / (- 1 ,- 1 , 1 , 1 ) 

V 

2 . \ _ (- 1 ,- 1 , 1 , 0 ) 

V 

3. _ / (0,-1, 1,1) 

V 

4. / (-1, 1, 1, 1) 

/ 

V 

5. \ (-1,-1, -1,1) 

\ 

V 

6 . _ (- 1 , 1 , 1 , 0 ) 

/ 

V 

7. _ (0,-1, -1,1) 

\ 

V 

8 . _/ (- 1 , 1 , 0 , 1 ) 

V 

9. \_ (-1,0, -1,1) 

V 

10 . \ (- 1 ,- 1 , 0 , 1 ) 

\_/ 

11. / (-1,0, 1,1) 

\_/ 

Nine slope quadruplets were considered bad in that 
they did not correspond to valid peaks. However, only 
number 1 was used to reject bursts because it could 


result in two false adjacent peaks being determined. 
Numbers 2 to 8 were considered bad because they had 
two or more zero slopes. Test numbers 3, 4, and 6 
could result in a peak being determined for that 
quadruplet depending on the next adjacent point, but 
only one valid peak. For example, bad peak number 3 
could result in a good peak number 8 if the next data 
point is larger than the last (or fifth point of the slope 
quadruplet). Numbers 2, 5, and 7 to 9 could not result 
in a peak determination (with an adjacent point) using 
the previous 1 1 tests. It should be noted that because 
tests 2 to 9 did not result in an outright rejection, it did 
not mean that bursts containing any of these peaks 
were used in the turbulence calculation procedure. 
What usually occurs is that these bursts are rejected by 
one or more of the symmetry goodness criteria 
(discussed in the section Goodness Characterization of 
Doppler Burst) since one or more of these peaks is not 
considered a valid peak. The nine slope quadruplets are 

1. W (-1,1,-1, 1) 

2 . \__/ (- 1 , 0 , 0 , 1 ) 

3. _ _ (0,-1, 1,0) 

V 

4. __ (0,0, -1,1) 

V 

5. __ (-1,1, 0,0) 

V 

6 . _ ( 0 ,- 1 , 0 , 1 ) 

\_/ 

7. _ (-1,0, 1,0) 

\_/ 

8 . \ (- 1 , 0 , 0 , 0 ) 

9. ___/ (0,0,0, 1) 

The reader should also note that instead of five 
adjacent points, four adjacent data points and three 
slopes could also be used to determine the local peak 
minimums. This procedure was tried initially but did 
not provide results as good as the five adjacent data 
point procedure. 

After the local minimum peaks were determined, the 
local maximum peaks were obtained in a similar 
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manner with the slopes being reversed. That is, a 
negative slope (-1) for the minimums becomes a 
positive slope (1) for the maximums. And a positive 
slope (1) for the minimums becomes a negative slope 
(-1) for the maximums. For example, the first good 
local minimum peak quadruplet of (-1,-1, 1,1) listed 
above results in a good local maximum peak with a 
quadruplet of (1,1, -1,-1). The trigger level test was 
not used for the determinations of the maximums 
because the values of the local maximums would have 
been near zero for a high visibility burst, well above 
the usual trigger level typically used herein. The test 
for peak maximums started at the first minimum peak 
location and continued to the last minimum peak 
location plus an estimate of the number of points 
between corresponding minimum and maximum 
locations. Similar bad peak maximums can be defined 
as in the nine bad minimum peaks in the previous list; 
however, as defined for the minimums, only the first 
test is used to reject bursts. 

The local peak minimums are additionally tested to 
determine the leftmost minimum value pkmin(nl) and 
the corresponding measurement index nl (fig. 9). The 
local peak minimums are then tested again to 
determine if there is another peak with the same 
minimum value. This peak is designated the rightmost 
minimum value pkmin(nr ) with a corresponding 
measurement index nr. These values are saved for 
future use in the Doppler burst goodness criteria 
discussed in the next section. The number of minimum 
and maximum peaks is also checked to ensure that 
neither is zero. A zero-slope peak value can occur for a 
weak signal that just triggers the digitizing board 
although the peak is not considered a good peak, as 
defined above. These bursts, if they occur, are rejected. 
The final peak goodness test searches the burst for any 
data point that is less than pkmin(nl). This situation can 
occur when a portion of a second (larger particle) burst 
is captured within the windowed portion of the 
measurement record or the minimum value does not 
correspond to a good peak. This type of burst 
measurement gives a very poor estimate of the Doppler 
frequency and thus a highly biased turbulence estimate. 
Bursts of this type are also rejected. 

Goodness Characterization of Doppler Burst 

In the previous section, the local peak determinations 
included three peak characterizations considered to 
be bad: double-peak minimums or maximums; zero 


minpks or maxpks value; pkmin(nl ) no minimum value 
within the windowed signal. Bursts having any one of 
these characterizations are rejected to eliminate many 
that are questionable. However, many bad bursts are 
still left. Therefore, a theoretical Doppler burst (fig. 9) 
is employed to define the burst goodness criteria. The 
data points in the figure closely represent the data 
sampling rate of 100 MS/s used in the experimental 
results. The basic characteristic of the theoretical 
Doppler burst is the symmetry about the single 
minimum peak (normalized magnitude value of -1). 
For the optical properties of the LA used herein, nine 
fringes are present in the probe volume (width 
corresponding to l/e 2 -scattered-light-intensity points). 
The expectation is that a Doppler burst for this LA 
should have a maximum of nine local minimum and 
nine local maximum peaks. The Doppler burst 
symmetry and the theoretically expected nine local 
minimum and maximum peaks form the basis used to 
define the following goodness criteria: 

1 . nl = nr — only one peak minimum occurs 

2. minpks = maxpks — same number of local mini- 
mum and maximum peaks found 

3. nl = 2, 3, 4, or 5 — -if < 2, not enough information 
for good frequency estimate if > 5, too many peaks in 
burst (see 7 below) 


4. If nl = 2, then minpks = 3 — symmetry 

of 

burst 

peaks 



5. If nl = 3, then minpks = 5 — symmetry 

of 

burst 

peaks 



6. If nl = 4, then minpks = 7 — symmetry 

of 

burst 


peaks 

7. If nl = 5, then minpks = 9 — symmetry of burst 
peaks 

8. pkmin{m) trend — values of peak minimums should 
decrease from leftmost local peak pkmin{ 1) to 
pkmin(nl ), then increase to rightmost local peak 
pkmin{minpks) 

9. pedestal(m) trend — 1/2 [pkmin(m) + pkmax(m )] 
values should follow similar trend as 8 
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These nine goodness criteria, taken together with the 
three peak badness criteria, place a very restrictive test 
on the experimental data sets in that 90 to 95 percent of 
the bursts are rejected. However, what remains is 
generally a very good subset of the data. Bursts that are 
rejected usually have more than one failed test. The 
number of failed tests (number of bad burst rejections) 
is saved in the variable ^bad and this value can be used 
as another goodness criterion if desired. For example, 
although an /zbad value of 1 probably corresponds to a 
reasonably good burst, for a near-real-time turbulence 
estimate, a burst with only one rejection (ftbad = 1) is 
discarded and no further tests are performed on this 
burst. This rejection obviously decreases the time 
necessary to process the burst data. 

Another implied test is that both coincident bursts 
must pass all the goodness criteria. If either burst fails, 
then both bursts must be rejected. The reason is that 
two independent measurements are needed to cross- 
correlate the two frequencies determined for the same 
seed particle. 

Note that all the rejection tests defined herein are 
independent of frequency, as they should be. 

Least-Squares Estimate of Flow Frequency in 
Frequency Domain 

The flow frequency is estimated using a FFT to 
calculate the power spectra for the Doppler burst. An 
International Mathematical and Statistical Library 
(IMSL) subroutine is used to provide the FFT. 
Generally, only the good bursts that pass the previous 
goodness tests are processed, unless ftbad is set to a 
very high value so as not to reject any coincident 
bursts. A typical plot of power spectrum versus 
frequency is shown in figure 10 for a good burst. The 
large peak near zero frequency is the pedestal, or dc, 
value and is not of interest for the burst frequency 
estimate. The smaller peak at a frequency of about 
10.5 MHz represents the Doppler portion of the 
power spectrum. A nonlinear least-squares calculation 
is used to obtain the Doppler frequency based on a 
theoretical model function, Gaussian plus noise, given 
by equation (1): 


p = a3c 


-05\[{f-al)/a2] 


+ a4 


(i) 


Gaussian function; a2 is the Gaussian function half- 
width; and a3 is the peak amplitude of the Gaussian 
function. The white noise term a4 is primarily due to 
the PMT shot noise. The nonlinear least-squares 
method is applied to data between lower and upper 
frequency limits f to f m respectively. These lower and 
upper frequency limits were set to 5 and 15 MHz, 
which corresponds to what would be set on a 
commercial LA counter measuring an expected 
frequency of 10 MHz. Nonlinear least-squares methods 
have been fully described in many references 
(including refs. 6 to 8). 

Other simpler estimates of the Doppler frequency 
from the FFT are of course possible and were tried. For 
example, using the peak value of the Doppler signal 
led to large quantization-type errors because the 
difference in frequency values of adjacent 
measurement points is relatively large, about 0.4 MHz. 
Similarly, using three adjacent points about the peak 
and fitting to a parabola did not give significantly 
better frequency estimates. 

Signal-to-Noise-Ratio Approximation and Turbu- 
lence Estimate 

Signal-to-noise-ratio approximation . — As discussed 
in the Introduction, the SNR has long been used to 
characterize the goodness of the laser measurements. 
However, a battery of goodness tests is proposed 
herein to provide a better characterization. Although 
the SNR is still useful in demonstrating how the 
turbulence estimate varies with this parameter, a new, 
fast method of estimating the SNR value was 
developed by using the underlying ideas presented in 
reference 9. The main purpose of this reference was to 
estimate the SNR during the design phase of the LA 
system. Thus, the estimate was based mainly on the 
optical characteristics of the LA, the photodetector 
properties, and the particle size. Our purpose was 
different: we wanted to estimate the SNR for a given 
seed particle Doppler burst. The calculations were 
performed at the peak amplitude pkmin(nl ), and only 
shot noise generated in the photodetector by light 
scattered from the seed particles was considered. 
Figure 11 gives the nomenclature for estimating the 
SNR from burst. From the procedure described in 
appendix B, the peak signal-to-noise ratio SNR(nl) is 


where p is the power spectral density; / is the 
frequency; the parameter a 1 is the desired Doppler 
burst frequency or the location of the peak of the 


2 

SNR(nl) = c2^pkmin(nl) - pkmaxipil )] 
pkmin(nl) + pkmax(nl ) 


( 2 ) 
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where c2 is a constant. If pkmax{nl) = 0, the SNR(nl) is From appendix C, the average frequency / 1+ 2 is 


SNR(nl) maxV = c2pkmin[nl) (3) 

Equation (3) suggests that bursts with larger pkmin(nl) 
values are better than bursts with smaller pkmin(nl) 
values, since these bursts give larger SNR maxV 
values. The suggestion is that larger particles result in 
better bursts since they scatter more light and give 
larger pkmin(nl ) values. However, larger particles may 
not follow the flow fluctuations as well as smaller 
particles, so turbulence estimates based on SNR may 
not be the best criterion to use. Therefore, a normalized 
SNR(nl ) was defined as 


fl+2 ~ ^(/l + fl) 

Tl=-’Zflj T 2 =-f J hj (6) 

J = 1 J =1 

and the cross-correlated turbulence Tu 12 (in percent) is 

Tu n = 100.0 

fl+2 


SNR(nl) r , 

v /normalized 


SNR(nl) 
SNR(nl) T/ 

v / maxV 


fih --'Yjfijfij 


7=1 


(7) 


SNR(nl) .. . = 

v ^normalized 

2 

[ pkmin{nl ) - pkmax(nl )] 
pkmin(^nl)[pkmin(jil) + pkmax(nl)\ 

This definition of a normalized SNR allows smaller 
particles to compete with larger particles on an equal 
basis. Note that if pkmax(nl) = 0, SNR(nl) nor ma iized = 1? 
a very good burst. However, if pkmax{nl ) = pkmin(nl ), 
*S7VK(f2/)normaiized = 0, a very bad burst. 

Turbulence estimate . — The turbulence is estimated 
from the cross-correlation of all the coincident burst 
frequency measurements in which two independent 
frequency measurements are obtained from the same 
seed particle. As described in reference 3, this 
procedure should remove or reduce photodetector 
shot noise. The calculation method is described in 
appendix C. The measured frequency containing shot 
noise no ise can be written as the sum of the true 
frequency fj and a shot noise term noise : 

fij , noise — fij e i 9 j 9 noise 

i = 1,2 (C/zl, Chi) 
j = l-n (5) 

where n is the number of measurements. The shot 
noise terms are considered to be uncorrelated to 
frequency or themselves. 


The average frequency / 1+2 and the cross-correlated 
turbulence Tun are independent of photodetector shot 
noise. However, for single-channel measurements 
(only one digitizer board), the turbulence estimate is 
affected by the shot noise term being larger than the 
true turbulence. See appendix C for details. 

Near-Real-Time Results 

The turbulence estimation method described in the 
last section can be used to give near-real-time 
estimates. To obtain the fastest execution time, the 
program can be set up to reject a burst as soon as one 
of the burst peak or goodness criterion fails. For a 
typical data subset of 3000 bursts, the program requires 
about 30 s to execute. This time is for two normalized 
signal-to-noise ratios, one being zero and the other 
being user defined (e.g., 0.4). A Dell Precision 420 
computer with dual Pentium III processors (800 MHz) 
was used to process the data; the execution times might 
be different for other systems. 

Results and Discussion 

Good and Bad Bursts in Cascade Inlet Flow 

The first and last coincidences for a cascade inlet 
data set were shown previously in figures 6 and 7, 
respectively. Both of these burst coincidences were 
rejected by the peak and burst goodness battery of tests 
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discussed in the sections Determination of Doppler 
Burst Local Peak Minimums and Maximums and 
Goodness Characterization of Doppler Burst. Rejecting 
the first burst coincident pair is obviously not a great 
loss since it is a low-visibility burst with little Doppler 
information. However, the last coincident pair, at first 
glance, looks fairly good. Closer inspection shows that 
the local minimum peak at a measurement index of 
about 115 corresponds to what was previously defined 
at a bad minpksl (two adjacent zero-slope values). 
Therefore, although this burst is not rejected outright, 
this peak minimum is not considered valid. The result, 
then, is a failure of a burst symmetry condition. 

The first coincident pair that passed all the peak and 
burst goodness tests is shown in figure 12. For this data 
set, the first 21 coincident pairs were rejected for one 
reason or another. The last coincident pair that passed 
all rejection tests is shown in figure 13. In this case, the 
last 18 coincident pairs were rejected. The accepted 
bursts of figures 12 and 13 look good. The near-zero- 
level noise in figure 13 could be better and exhibits a 
possible ac component. The cause could be electrical 
noise picked up in the approximate 50 ft of cable 
connecting the photomultiplier tubes to the computer 
in the control room. This noise is discussed further in 
the section Calibration of Nozzle Exit Flow results. 

Two other examples of coincident bursts that were 
rejected are shown in figures 14 and 15. The example 
in figure 14 is of a burst (C/zl) containing a data point 
(last point) that has a lower value than the minimum 
peak value. Apparently, two other seed particles have 
been captured after the triggering particle. The 
windowing of the 1000-point record for the Chi burst 
happens to end before the last peak is fully defined. 
Even though this situation does not occur for the Ch2 
burst, it would be rejected for having too many 
minimum peaks. The example in figure 15 is a burst 
that has two equal peak minimums ( nl not equal to nr). 
Also, the capture of multiple seed particles results in 
the determination of too many peaks. 

Figure 16 shows a coincident burst pair that passed 
all the rejection criteria. However, because these bursts 
are low visibility (less than 0.1), they are not 
considered as good as those in figures 11 and 12. 
Usually, low- visibility bursts, such as shown in figure 
16, do not pass the entire peak and burst goodness tests 
and are rejected. Bursts similar to those of figure 16 
could be rejected by accepting only bursts with good 
normalized SNRs, that is, greater than 0.4 or 0.5. 


Turbulence and Frequency Estimates for Cascade 
Inlet Flow 

The turbulence, frequency, and number of good 
measurements are shown in figures 17 to 20 for two 
cascade inlet flow data sets as a function of normalized 
SNR. Results are shown for nbad = 0, which means 
that all coincident bursts of Chi and Ch2 pass all the 
rejection criteria discussed previously. Each data set 
contains 9000 Chi and 9000 Chi bursts, but only 7056 
and 6643 coincident pairs. In addition to the cross- 
correlated turbulence shown in figures 17 and 19, also 
shown are the noncorrelated turbulence calculated for 
the coincident Chi and Ch2 bursts (considered 
separate data sets for this calculation) and the 
combined data set of Chi and Chi bursts. As already 
explained, only the cross-correlated turbulence esti- 
mate can reduce or eliminate any errors caused by 
PMT shot noise. The calculated results support this 
conclusion in that the cross-correlated turbulence is 
always lower than the turbulence estimates of any of 
the noncorrelated measurement sets. Shown in figures 
16 and 18 are three sets of hot-wire measurements 
made over a period of time. Any of the turbulence 
estimates give reasonable agreement with the hot-wire 
results. Also shown (figs. 17 and 19) are the Doppler 
frequencies that do not vary significantly with the 
method of estimating the frequency or with 
normalized- The Doppler frequencies shown (figs. 17 
and 19) also do not vary significantly with the method 
of estimating the frequency (either single- or dual- 
frequency measurements). This agrees with the results 
of the theoretical analysis, showing that the frequency 
is independent of PMT shot noise (see appendix C). 
The frequency is also seen to not vary significantly 
with /STVRnormalized. 

The number of good measurement points is shown in 
figures 18 and 20 for the two corresponding data sets 
of figures 17 and 19. The number of good measure- 
ments represents the number of measurements 
remaining after 57V/? nor maiized is used as a rejection 
criterion. That is, for a S7V7? normalized value of 0.4, 
all coincident pairs that have a SNR norma i ize d value less 
than 0.4 have been rejected. As SNR norma n zed increases, 
fewer good measurements remain and the uncertainty 
of the estimate increases, which may be the reason why 
the turbulence estimate drops off after a SNR no rmaiized 
value greater than 0.6 for these data sets. Note that the 
number of measurements for Chi and Ch2 is equal to 
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the number for the cross-correlated data set. Even 
though the coincident data set has twice the number of 
bursts as Chi and Chi bursts (since it contains both 
these bursts), cross-correlating any coincident Chi and 
Ch2 pair gives only one data point. Thus, the number 
of coincident pairs is really the important parameter. 

Figure 21 compares the cross-correlated turbulences 
for the two cascade inlet flow data sets. Turbulence 
uncertainty bars based on the number of measurements 
(eq. (22) in appendix C) are shown in the figure and 
overlap starting at a SNR nom miizcd of 0.25 and greater. 
Also note that the uncertainty increases as SNR norma n ZQd 
increases because the number of good measurement 
points is decreasing. Not unexpectedly, the frequency 
estimate for the two data sets is essentially the same. 

The effect of nbad on the cross-correlated turbulence 
is shown in figure 22. The previous results were shown 
for bursts with zero rejections; that is, all bursts passed 
all the peak and burst rejection tests and ribad = 0. 
As indicated previously, for every test failed, nbad 
was incremented by 1 and then this parameter could 
also be used as a rejection criterion. For example, a 
value of nbad = 1 indicates that bursts that fail only 
one peak and burst rejection criterion are retained. All 
others greater than 1 are rejected. For a large nbad 
value of 100, no bursts are rejected unless they fail the 
least-squares Gaussian fit to determine the Doppler 
frequency or have either zero minpks or maxpks. One 
feature not seen previously is that the cross-correlated 
turbulence is not nearly as constant with SNR no rm aiized as 
with nbad = 0. This fact then makes it more difficult to 
decide what SNR norma n ZQd value to choose to get the 
correct turbulence. Also, keeping all the bursts (nbad = 
100) gives poor results compared with the hot-wire 
measurements, except possibly at larger 57V/? nor maiized 
values. The frequency estimates do not vary greatly 
but show a slight decrease in frequency with 

^Abnormalized- 

The effect of the number of bad burst rejections on 
the number of good measurements is shown in figure 
23. Note that for all the coincident bursts (nbad = 100), 
the number of good measurements is about 7000 at 
^Abnormalized = 0. This number is close to the number of 
pairs of coincident bursts (7056) in this data set of 
9000 Chi and Chi bursts. 

Another way of looking at the effect of the number 
of bad burst rejections on the number of good 
measurements is seen in figure 24 where the individual 
burst Doppler frequencies are plotted as a function of 
*SAb norma ii Z ed. Two cases are shown: nbad =100 (all 
the coincident bursts are kept) and nbad = 0 (only the 


best bursts are kept). Actually, a restricted range of 
frequency is shown, and lower and higher individual 
frequencies occur for the results nbad = 100 (in 
magenta). What is obvious is that there are a lot of low 
^Abnormalized data with a lot of frequency scatter. For 
nbad = 0 (in black), the frequency scatter is 
dramatically reduced and a lot of the low ^Abnormalized 
bursts have been rejected. Of course, this is why the 
turbulence is lower. It is important to note that the 
rejection tests used herein are all independent of 
frequency. 

Turbulence and Frequency Estimates for Calibra- 
tion Nozzle Exit Flow 

The turbulence, frequency, and number of good 
measurements are shown in figures 25 to 28 for two 
data sets of the calibration nozzle exit flow as a 
function of ^Abnormalized- Results are shown for nbad = 
0, which means that all coincident bursts of Chi and 
Chi passed all the rejection criteria. Each data set 
contains 9000 channel 1 and 9000 channel 2 bursts, but 
only 5553 and 8079 coincident pairs. The cross- 
correlated turbulence is shown in figures 25 and 27. 
Also shown in these figures are the noncorrelated 
turbulence calculated for coincident Chi and Chi 
bursts (but considered separate data sets), in addition to 
the combined set of Chi and Chi bursts. As already 
explained, only the cross-correlated turbulence 
estimate can reduce or eliminate any errors caused by 
PMT shot noise, and these nozzle results also support 
this conclusion. In addition, the turbulence is almost 
constant with ^Abnormalized- The reason for this is given 
below in the discussion of figures 26 and 28. Shown in 
figures 25 and 27 is a single hot-wire measurement. 
The cross-correlated turbulence estimates give reason- 
able agreement with the hot-wire results, which are 
almost identical to the data of figure 25. The non- 
correlated turbulence estimates are higher than the 
hot-wire results, indicating that the cross-correlated 
method for low turbulence flows is more desirable. 
Also shown (figs. 25 and 27) is the Doppler frequency, 
which does not vary significantly with 5Ab norma iized or 
with the method of estimating the frequency. 

The number of good measurement points is shown in 
figures 26 and 28 for the two corresponding data sets 
of figures 25 and 27. As ^Abnormalized increases, the 
number of good measurements remains about the 
same, which is the reason why the turbulences (figs. 25 
and 27) are almost constant. All bursts with a low 
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£Aft? norma ii Z cd have been rejected by the peak and 
symmetry tests. 

Figure 29 compares the cross-correlated turbulences 
for two data sets of nozzle exit flow. Turbulence 
uncertainty bars based on the number of measurements 
(eq. (22) of appendix C) are shown in the figure and do 
not overlap, which suggests that this simple 
uncertainty estimate based on the number of 
measurements is not adequate. Also note that the 
uncertainty is almost constant as S\b n0 rmaiized increases 
because the number of good measurement points is 
also about constant. Not unexpectedly, the frequency 
estimate for the two data sets is essentially the same. 

The effect of the number of bad burst rejections on 
the cross-correlated turbulence is shown in figure 30. 
The previous results were shown for coincident bursts 
with zero rejections; that is, all bursts passed all the 
peak and burst rejection tests and ftbad = 0. As 
explained previously, for every test failed, nbad was 
incremented by 1 so that this parameter could also be 
used as a rejection criterion. For an ftbad value of 100, 
no bursts are rejected unless they fail the least-squares 
Gaussian fit to determine the Doppler frequency or 
have zero number of minpks or maxpks. One feature 
also seen previously is that the cross-correlated 
turbulence is not as constant with $VR nora miized as it was 
with nbad = 0, making it more difficult to decide what 
^Abnormalized value to choose to get the correct 
turbulence. Also, keeping all the bursts ( nbad = 100) 
gives poorer results compared with the single hot-wire 
measurement, except possibly at larger values of 
SAb n o rma ii Z ed- The frequency estimates do not vary with 

^^^normalized* 

The effect of the number of bad burst rejections on 
the number of good measurements is shown in figure 
3 1 . Note that for all the coincident bursts (i nbad = 100), 
the number of good measurements is 5332 at 
^Abnormalized = 0- This number is 221 fewer than the 
number of pairs of coincident bursts (5553) in the data 
set of 9000 Chi and Ch2 bursts. Of these, 218 bursts 
were rejected because minpks or maxpks was equal to 
zero; the rest (3) of the bursts failed the Doppler 
frequency least-squares fit. 

As before, another way of looking at the effect of the 
criterion of the number of bad burst rejections on the 
number of good measurements is shown in figure 32 
where the individual burst Doppler frequencies are 
plotted as a function of 5Ab n0 rmaiized- Again, two cases 
are shown: ftbad =100 (all the coincident bursts are 
kept) and ftbad = 0 (only the best bursts are kept). The 
range of frequency shown in figure 32 is similar to the 


range shown for the cascade data (fig. 24). What is 
obvious is that there are not a lot of low 57\b nor maiized 
bursts with a lot of scatter, as seen for the cascade data. 
For nbad = 0 (in black), the frequency scatter is further 
reduced and all the lower 5Ab nor maiized bursts have been 
rejected. Actually, all the bursts that remain have 
5Ab n ormaiized values greater than 0.7, which is the reason 
why the turbulence, frequency, and number of good 
measurements are constant in the previously shown 
calibration nozzle exit results (figs. 25 to 28). 

Two reasons why the calibration nozzle exit Doppler 
signals are better as compared with the cascade inlet 
measurements are (1) better and smaller seed particle 
distribution and (2) less electronic noise pickup in the 
cables connecting the photodetectors to the digitizer 
boards in the computer. The apparently smaller sized 
seed particles obtained in the flow calibration nozzle 
tests were discussed previously in the section Laser 
Anemometer System. This resulted because the seed 
was injected upstream of a fine wire mesh at the nozzle 
inlet. The electronic noise was decreased in the 
calibration nozzle exit tests by moving the computer 
close to the laser anemometer system and controlling 
the data acquisition remotely. The result of both of 
these changes was an increase in the quality of the 
Doppler signals. This change can be seen in the first 
and last good burst coincidence data for the calibration 
nozzle jet shown in figures 33 and 34, respectively. 

These results show that there is much less zero-level 
noise in the calibration nozzle exit Doppler signal than 
in the cascade inlet data (e.g., see figs. 13 and 16). 
Also, the near-zero values for pkmax(nl) result in the 
normalized SNRs being near 1, indicating very good 
bursts. 


Summary of Results 

A laser anemometer (LA) system was used to make 
two independent measurements from the same seed 
particle passing through the probe volume of the 
flow frequencies (equivalent to velocities). The light 
scattered by the seed particle produces a Doppler 
signal, or burst, that is captured by high-speed digitizer 
boards. The purpose in making two independent 
measurements was to attempt to reduce or eliminate 
the contribution of photodetector shot noise on the 
frequency and subsequently on the turbulence estimate. 
This goal was accomplished by cross-correlating the 
two independent frequencies and assuming that the 
shot noise terms are random and not correlated with 
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themselves or with frequency. Measurements were 
obtained at the inlet of an annular cascade operating at 
transonic flow conditions (the cascade inlet flow 
being subsonic) and at the exit of a flow calibration 
nozzle. The nozzle exit flow frequency was set to be 
approximately the same as the cascade inlet flow 
frequency. 

There was no preconditioning of the Doppler signal 
from the photodetector so that the captured signal 
contained the pedestal or dc component of the Doppler 
burst. One observation made relatively early on was 
that the quality of the individual bursts varied widely, 
ranging from very bad to very good. Without 
eliminating the bad bursts, no calculation procedure 
would give acceptable turbulence estimates. The 
results of this investigation are as follows: 

1 . A calculation method was developed to estimate 
turbulence levels occurring in low turbulent flows. The 
first step was to determine the good local peaks of the 
Doppler burst and to reject any bursts with obviously 
false peaks. Once this was accomplished, Doppler 
burst symmetry conditions based on the local peak 
determination were then used to reject bursts without 
the selected symmetry requirements. Twelve goodness 
criteria based on local peak and peak symmetry tests 
were presented; these criteria tended to throw away 
many more bursts than were kept. With these goodness 
criteria satisfied, acceptable low-turbulence-level 
estimates could be made. Some of these tests are 
specific to the LA optical design used in this 
experiment but can be modified easily for other LA 
systems. All the goodness criteria defined herein are 
independent of frequency. 

2. A normalized signal-to-noise ratio (SAb nor maiized) 
was defined and tended to allow smaller seed particles 
to better compete with the larger ones. Although the 
usual SNR definition was shown to possibly result in 
larger SNRs for larger seed particles, larger particles 
might not follow the turbulent fluctuations as well as 


smaller ones. Therefore, SNR might not be the best 
quantity to use in determining the goodness of the 
bursts. 

3. The cross-correlated turbulence estimates were 
always lower than the noncorrelated turbulence 
estimates. This result tends to support the claim that 
this cross-correlated method reduced or eliminated the 
effect of photodetector shot noise on the turbulence 
determination. 

4. The turbulence estimates agreed reasonably well 
with independent hot-wire measurements. The best 
agreement was with the cross-correlated turbulence 
estimates. The small effect of SAb norma ii ze d on the 
turbulence resulted from the fact that most, if not all, 
the bursts with a lower SV/? nor maiized were rejected by 
the local peak and burst symmetry tests. 

5. The turbulence estimation method can be used to 
give near-real-time results. For example, a typical data 
subset of 3000 bursts requires about 30 s to process for 
two SM? n() rmaiized ? one being zero and the other user 
defined (e.g., 0.4). A Dell Precision 420 computer with 
dual Pentium III processors (800 MHz) was used to 
process the data; the execution times might be different 
for other computer systems. 

6. The frequency estimates were essentially inde- 
pendent of 5Ab norma i ized . This result agreed with the 
theoretical predicted behavior that the frequency is not 
affected by photodetector shot noise. 

7. The quality of the Doppler signals obtained in the 
calibration nozzle exit flow tests was improved by two 
means: (1) injecting the seed upstream of a fine wire 
mesh at the nozzle inlet so that smaller size particles 
resulted and (2) decreasing the electronic noise in the 
connecting cables by moving the computer close to the 
laser anemometer system and controlling the data 
acquisition remotely. 

Glenn Research Center 

National Aeronautics and Space Administration 
Cleveland, Ohio, April 6, 2004 
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Figure 1 . — Core turbine stator annular cascade and laser 
anemometer. 


Figure 2. — Cross-sectional view of core turbine stator 
cascade and laser positioning system. 



Figure 3. — Flow calibration nozzle and laser anemometer. 
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0 


Time, s 

Figure 5. — Two-channel independent Doppler burst 
records showing nomenclature of burst coincidence 
determination, delta trig “\ , difference in trigger times 
for two bursts of Ch ^ ; delta trig2 , difference in trigger 
times for two bursts of Ch2 ; fr/gl , trigger time for two 
bursts of C/?1 ; trig2, trigger time for two bursts of Ch2. 
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Signal, S, V Signal, S, V 





Burst trigger time, ps 


1.2X10 12 



Burst number 

Figure 8. — Burst trigger times versus burst 
number. Waveform, wf , 1 . 



Figure 10. — Typical power spectrum versus 
frequency from fast Fourier transform for 
good burst. 



Measurement index 

Figure 9. — Theoretical Doppler burst. Visibility, 
V , 2/3; local peak minimum value, pkmin, 5; 
leftmost local peak minimum location, nl, = 
rightmost local peak minimum location, nr, 5. 


pkmax(nl) 



Measurement index 


Figure 1 1 . — Nomenclature for estimating 
signal-to-noise ratio from burst. acmag(nl), 
ac magnitude at leftmost local peak minimum; 
ped(nl), peak pedestal value; pkmax(nl), leftmost 
local peak maximum value; pkmin(nl), leftmost 
local peak minimum value. 
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Figure 16. — Good burst with coincidence but low normalized signal-to-noise ratio for cascade inlet data. 
Waveform, wf, 1 . 
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Figure 17. — Turbulence and frequency versus 
normalized signal-to-noise ratio for cascade 
inlet data. 
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Figure 18. — Number of good measurements versus 
normalized signal-to-noise ratio for cascade inlet 
data. 
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Figure 19. — Turbulence and frequency versus 
normalized signal-to-noise ratio for cascade 
inlet data. 


Number of 



Normalized signal-to-noise ratio, 
^Abnormalized 

Figure 20. — Number of good measurements versus 
normalized signal-to-noise ratio for cascade inlet 
data. 
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Figure 21 . — Comparison of cross-correlated turbulence 
and frequency for cascade inlet data. 



Normalized signal-to-noise ratio, 
SA/R norma |j ze d 

Figure 23. — Effect of number of bad burst rejections, 
nbad, on number of good measurements for cas- 
cade inlet data. 
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Figure 22. — Effect of number of bad burst rejections, 
nbad, on cross-correlated turbulence and frequency 
for cascade inlet data. 
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Figure 24. — Individual frequency measurements versus 
normalized signal-to-noise ratio for cascade inlet data. 
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Figure 25. — Turbulence and frequency versus normal- 
ized signal-to-noise ratio for nozzle jet exit data. 
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Figure 27. — Turbulence and frequency versus normal- 
ized signal-to-noise ratio for nozzle jet exit data. 
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Figure 26. — Number of good measurements versus 
normalized signal-to-noise ratio for nozzle jet exit 
data. 


Figure 28. — Number of good measurements versus 
normalized signal-to-noise ratio for nozzle jet exit 
data. 
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Figure 29. — Comparison of cross-correlated turbulence 
and frequency for nozzle jet exit data. 


Figure 31 . — Effect of number of bad burst rejections, 
nbad, on number of good measurements for nozzle 
jet exit data. 
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Figure 30. — Effect of number of bad burst rejections, nbad, 
on cross-correlated turbulence and frequency for nozzle 
jet exit data. 
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Figure 32. — Individual frequency measurements versus 
normalized signal-to-noise ratio for nozzle jet exit 
data. 
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Appendix A 
Symbols 


acmag 

pkmin - ped 

al 

Gaussian function peak value location 
(Doppler frequency), MHz 

al 

Gaussian function half- width, MHz 

al 

Gaussian function peak value 

a4 

noise term in least-squares model 
function 

Chi 

channel 1 (digitizer board 1) 

Chi 

channel 2 (digitizer board 2) 

cl, cl 

constants 

delta trigl 

difference in trigger times for two 
bursts of Chi 

delta trigl 

difference in trigger times for two 


bursts of Chi 

random shot noise component of 
frequency measurement, MHz 

frequency, MHz 

pkmin index 

number of local peak maximums 

number of local peak minimums 

shot noise power, V 

number of measurements 

number of bad burst rejections 

leftmost local peak minimum location 

rightmost local peak minimum 
location 

power spectral density, V 2 /Hz 

pedestal value 

local peak maximum value 


^noise 

/ 

m 

maxpks 

minpks 

N 

n 

nbad 

nl 

nr 

P 

ped 

pkmax 


pkmin 

S 

SNR 
trig 1 
trig 2 
Tu 
V 
wf 


Subscripts: 

i 

j 

1 

maxV 

noise 

normalized 
TU \2 
u 
1 

2 
12 


local peak minimum value 
signal power, V 
signal-to-noise ratio 
trigger time for two bursts of Chi 
trigger time for two bursts of Chi 
turbulence, percent 
visibility of burst 

waveform; Acqiris nomenclature for 
single triggered signal (or burst) or 
complete set of acquired triggered 
bursts in sequence acquisition mode 
(typically 1500); complete typical data 
run consists of 6 waveforms per 
board 


digitizer board index (1 or 2) 
measurement number index (1 to n) 
lower 

value at maximum visibility of 1 

shot noise 

normalized value 

cross-correlated turbulence 

upper 

channel 1 

channel 2 

cross-correlated values of Chi and 
Chi measurements 


Superscripts: 

— mean value 
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Appendix B 

Signal-to-N oise-Ratio Approximation 


This appendix describes a method for estimating the 
SNR from a given seed particle Doppler burst. The 
calculations are performed at the peak amplitude 
pkmin(nl) and only shot noise generated in the 
photodetector by light scattered from the seed particles 
is considered. The SNR value is estimated using the 
underlying ideas presented in reference 9. 

The peak signal power S(nl) is given by (see fig. 1 1 
for nomenclature) 

d A 1 2< A 1 acmag 2 (nl) 2 

S yil j = —acmag [nl) = pea [nl) 

2 2 ped 2 (nl) 

= ^V 2 (nl)ped 2 (nl ) ( 8 ) 


Where acmag is pkmin -ped. The peak pedestal value 
ped(nl) and peak visibility V(nl) are 


ped(nl) = —[pkmin(nl) + pkmax{nl )] (9 a) 


and 


V(nl) 


acmag(nl) 
ped(nl ) 


\^pkmin(nl) - ped(nl )] 
ped(nl) 


(9b) 


V(nl) 


[ pkmin(nl) - pkmax(nl )] 
[pkmin(nl) + pkmax(nl )] 


( 10 ) 


The peak shot noise power N{nl ) is given by 


SNR(nl) = = - c\V 2 (nl)ped(nl ) 

N[nl) 2 

, , \ pkmin(nl)- pkmax(nl) 1 , , 

SNR W = c2 (12) 


If pkmax{nl) = 0, the visibility V(nl) and the SNR(nl) 
are 

V(nt) = 1 and SNR(nl) maxV = c2pkmin(nl) (13) 

A maximum visibility of 1 indicates the probability of 
a very good burst. Equation (13) indicates that bursts 
with larger pkmin(nl) values are better than bursts with 
smaller pkmin{nl ) values, since larger pkmin(nl) bursts 
give larger SNR max y values. This fact suggests that 
larger particles result in better bursts because they 
scatter more light and give larger pkmin{nl) values. 
However, larger particles may not follow the flow 
fluctuations as well as smaller particles, so turbulence 
estimates based on SNR may not be the best criterion 
to use. Therefore, a normalized SNR(nl ) normalized was 
defined herein as 


SNR(nl) 

SNR(nl) 


normalized 


SNR(nl) 
SNR(nl) T/ 

v / maxV 


normalized 

2 

[ pkmin{nl ) - pkmax{nl )] 
pkmin(nl) pkmin(nl) + pkmax(nl)\ 


(14) 


N(nl) - c\ped{nl) (l l) 

The peak signal-to-noise ratio SNR(nl) is therefore 


This definition of a normalized SNR allows smaller 
particles to compete with larger particles on an equal 
basis. Note that if pkmax{nl) = 0, SNR(nl ) nom laiized = 1, a 
very good burst (visibility \{nl) = 1). Also, if 
pkmax(nl) = pkmin{nl ), SNR(nl) no rm aiized = 0, a very bad 
burst (visibility \{nl) = 0). 
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Appendix C 

Cross-Correlated Turbulence Estimate 


This appendix describes the method of estimating the 
turbulence from the cross-correlation of the two 
independent frequency measurements obtained from 
the same seed particle passing through the probe 
volume (i.e., bursts that are coincident, as discussed in 
the section Dual-Channel Burst Coincidence 
Determination). As described in reference 3, this 
method should remove or reduce photodetector 
shot noise. As evidence, consider that the measured 
frequency containing shot noise fj t no ise can be written 
as the sum of the true frequency and a shot noise 
term £y, no i se . 

fi,j , noise — fij e i,j , noise 

i = 1,2 (C/zl, Chi) 
j = \-n (15) 

The average frequency f\ +2 is 


Since the two shot noise terms from the photodetectors 
are considered random and uncorrelated, the sums 
containing these terms should approach zero if enough 
measurements are taken: 


Tu 12 - ~Yj 7l+2 ~ (f,j + e lj ) fl+2~{fl,j + e 2,j ) 

7= 1 L JL J 

Tu 12 ~ ~ X /l+2 “ fl+2 (fij + f2,j + e \,j + e 2,j ) 
n j = iL 

+ (flj +e lj)(f2j+e2,j) ( 18 ) 

The two shot noise terms are also considered to be 
uncorrelated to frequency or to themselves. So, terms 
like £ 1 ^ 2 , and so forth tend to go to zero if 

enough measurements are taken. Equation (18) then 
becomes (after using the definitions in eq. (17)) 

Tu \2 = 2 Yj fl+2 ~ fl+2 (fij + fl,j ) + fl,j f 2, j 
j = iL J 

= l -tfl,jf2J-fl+2 2 (19) 

7=1 

Defining, 

fJ2=-f J fljf2, j (20) 

n j=l 



0 ( 16 ) 


fl+2 -^Z(/l,7 + f2,j)~\(fl +fl) 

7=1 

fl =~tflj and fl =“Z/2j ( 17 ) 

n ’ n .. J 

7=1 7=1 

The average frequency / 1+2 is therefore independent 
of photodetector shot noise. 

The cross-correlated turbulence Tu n is calculated 
from 



An estimate of the uncertainty of the turbulence 
based on a 95 -percent confidence level standard 
deviation (ref. 10) is given by 



( 22 ) 
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Note that if f\ = / 2 = f , the turbulence (eq. 21) 
reverts to its familiar form: 


Tu 12 



(23) 


Tul= ^f\f 2 - A 2 fj + ) + (fj + e J f 

j= l L 


= ^Zf/ 2 - 2 //y + // + 


n y'=i 


2 ' e 2 


( 24 ) 


Similar to the estimate of the average frequency (eq. 
17), that of the cross-correlated turbulence Tu n is 
independent of photodetector shot noise. 

The independence of the estimate of cross-correlated 
turbulence on photodetector shot noise is not the case 
if only one set of measurements is taken, as seen from 
equation (18). In this equation,/^ =f 2 j = fj , and e\j = 

e 2 j = ej, resulting in a square term ej , which is always 

positive and thus gives a false turbulence estimate. 
That is, 


where, as before, the two shot noise terms are 
considered to be uncorrelated to frequency. Using the 
definition in equation (17), equation (24) becomes 

Tu 2 =f 2 -f 2 +e 2 (25) 


or as a percent, 

Tu = 100.0 



+ 6T 


/ 


(26) 


Because of the e term, the turbulence estimated with a 
single-channel measurement system (eq. (26)) will 
always be larger than that obtained by cross-correlation 
of a two-channel measurement system (eq. (23)). 
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